






































































    
    

   
   

 

Question 3 to Panel 

Please discuss whether you agree with FDA’s proposed 
classification of Class II with special controls for ultrasonic surgical 
devices under product codes “LFL,” “NLQ,” and “LBK”. If you do not 
agree with FDA’s proposed classification, please provide your 
rationale for recommending a different classification. 
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End of Panel Questions for Product 
Codes “LFL”, “NLQ”, “LBK” 

Thank you. 
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